[Study of IgE by thermistography].
The authors studied the possibilities of applying thermistography to the determination of IgE in human blood serum. It was shown that IgE is thermolabile, precipitating at the equivalent antigen/antibody ratios and at pH 5.5-7.5 as in the case with other immunoglobulins. Thermistography may be applied to the determination of the IgE level in the blood serum of patients and normal subjects.